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NOTES 

1 « DENOTES COMPONENTS NOT MOUNTED ON RC BOARD 

2 IS6/SC DENOTES PC BOARD/EVELET OR TERMINAL N« CONN. 

3. SWITCH SHOWN IN FULLY ANTI- CLOCKWISE POSITION 

4 FOR SI SWITCH WAFERS SEE FIG. 6 

5 ALL WAVEFORMS MEASURED WITH CAL WAVEFORM FED TO BOTH 
CHANNELS. VOLTS/OIV. SET TO 0-1. AND TRIG. SELECTOR TO 

CH I. AND TIME/OIV. TO 3aS 
6. PUSH PULL SWITCH S24 IS SHOWN IN THE OUT POSITION 



SWEEP GENERATOR D61A 
FIG. 4. 



FRONT PANEL MARKING 




POWER SUPPLY & C.R.T. -D6IA 
FIG. 5 





